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Identifier 1 Identifier 2 Preparation Method 

235491 HW06 a(1330) 04/15/2012 hd_9v.met 

Additional Information 
lnfomation Gas Configuration 

Peak Center found at [1993] Gas H2 

Background: 4.24 mV,0.55 mV Magnet [Steps] 980 

Pressure Adjustment: Left: 8992.1 Right: 8999.0 ( Manual A Cups 1 

Ref. Name: d 2H/1 H vs. Masses 2.0 

HD-5b -263.980 VSMOW H3 Factor 2.377996 

0 

Raw Data 
lnt.2 lnt.3 lnt.2 lnt.3 rR 3H2/2H2 R 3H2/2H2 rd 3H2/2H2 [per d d 2H/1 H 
Sample Sample Standard Standard mil] vs. HD-5b 3H2/2H2 [per mil] 
[mV] [mV] [mV] [mV] [per mil] vs. 

vs. VSMOW 
VSMOW 

Pre 8989.870 2260.888 

1 8957.187 2454.908 8974.201 2257.233 0.2527712 0.0002518 98.291 -191.636 -191.636 

2 8938.585 2450.482 8957.116 2252.665 0.2528906 0.0002519 98.620 -191.393 -191.393 

3 8920.307 2444.813 8942.620 2248.496 0.2528603 0.0002519 98.521 -191.467 -191.467 

4 8901.346 2439.778 8926.273 2244.533 0.2529235 0.0002519 98.721 -191.319 -191.319 

5 8883.066 2433.729 8910.876 2240.053 0.2528500 0.0002518 98.346 -191.596 -191.596 

6 8863.937 2428.592 8895.135 2236.007 0.2529074 0.0002519 98.605 -191.405 -191.405 

AT% 
2H/1 H 
[%] 

0.01258 

0.01259 

0.01259 

0.01259 

0.01258 

0.01259 

Mean Std.Dev. ST. Error Atom% Outlier 

d 3H2/2H2 [per mil] vs. VSMC -191.469 0.123 0.050 0 

d 2H/1 H [per mil] vs. VSMOW -191.469 0.123 0.050 0.012591 0 

!::valuated uata 

DIM0121202 DIM0121217 


